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Abstract. Emission spectra of several organic liquid-scintillator mixtures which are relevant for the pro-
posed LENA detector have been measured by exciting the medium with electrons of ∼10 keV. The results
are compared with spectra resulting from ultraviolet light excitation. Good agreement between spectra
measured by both methods has been found.
1 Introduction
A new experimental method has been used to measure
emission spectra of organic liquid scintillators. Commonly,
such measurements are performed by exciting the medium
with ultraviolet (UV) light. However, in an actual particle-
astrophysics experiment charged particles excite the de-
tection medium by depositing their kinetic energy. In this
work, two methods have been used for the excitation of
the scintillator: an UV-light emitter (a deuterium lamp)
and an electron beam of about 10 keV energy. The ex-
perimental setups for both methods are described and the
resulting spectra are compared. Electron-beam induced
ﬂuorescence has previously been used to study nitrogen
ﬂuorescence in the atmosphere [2]. Such processes are im-
portant for experiments which study cosmic-ray induced
extended air showers via their ﬂuorescence-light emission.
For an optimal choice of a liquid-scintillator detection
medium for a particle-physics detector, several optical pa-
rameters have to be taken into account. One of them is
the scintillation emission-spectrum as it has an impact
on the light propagation through the liquid. Absorption
and scattering processes are wavelength dependent. In or-
ganic liquids absorption and scattering lengths increase
with wavelength [1]. Additionally, the photo-cathode of
the light sensors in the experiment have a wavelength-
dependent sensitivity. For these reasons, it is of interest to
measure the emission spectra of several scintillator candi-
dates.
The spectroscopic measurements described in the
present paper have been performed within feasibility stud-
ies for the proposed LENA (Low Energy Neutrino Astron-
omy) detector [3–5]. LENA is a large-volume (50 kt) obser-
vatory based on the liquid-scintillator technology. It aims
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at the investigation of a variety of topics in astrophysics,
geophysics and particle physics. The current detector de-
sign foresees a cylindrical shape of 100 m height and 30 m
diameter placed in vertical position. Light produced in the
central axis of the detector has to reach the photo-sensors
which are placed at the walls of the detector. Therefore,
an attenuation length of at least 10 m is required [4]. For
this detector, the scintillation emission spectrum of the
medium plays a major role as high transparency is neces-
sary.
2 Scintillation processes
An organic liquid scintillator usually consists of a solvent
medium and one or more wavelength-shifters. The kinetic
energy of charged particles crossing the medium is de-
posited mainly in the solvent molecules and excites the
electrons (in particular the π-electrons) of benzene-ring
structures of the solvent. The π-electrons are delocalized
and only weakly bonded. The excitation energy is rapidly
transferred to the solute, usually by dipole-dipole interac-
tion [6,7]. The eﬃciency of this transfer depends on the
overlap of the emission spectrum of the solvent and the
absorption spectrum of the solute. The de-excitation of
the π-electron in the solute molecule leads to the emis-
sion of observable light originating from the transition be-
tween the ﬁrst excited spin-singlet state and one of the
vibrational levels of the ground state. A typical emission
spectrum of such materials is a band of 50−100 nm width
resulting from overlapping peaks. The relative intensities
of the transitions to the diﬀerent vibrational levels are
given by the Franck-Condon factors [8,9]. Depending on
the interaction of the solvent with the solute, the spectra
might be broadened and/or slightly shifted in wavelength.
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Fig. 1. (Color online) Measured spectrum of the argon lamp.
Fig. 2. (Color online) Measured response of the spectrome-
ter at diﬀerent wavelengths. The detector is most sensitive at
500 nm, while e.g. at 300 nm the eﬃciency drops to ∼15% of
the maximum.
3 The spectrometer
The spectrometer used is of the type Ocean Optics
HR2000CG-UV-NIR which is a medium-resolution minia-
ture device [10]. It covers a wavelength range from 200
to 1100 nm with a measured resolution of 0.53 nm (full
width at half maximum). The light is introduced into the
spectrometer via a quartz light-guide (600 μm in diam-
eter). The module utilizes a 5 μm entrance slit. Inside
the spectrometer, the light is dispersed by a blaze grat-
ing which has a groove-spacing density of 300 lines/mm.
The light is ﬁnally recorded by a Sony ILX511 linear CCD
(charge-coupled device) array. Higher diﬀraction orders of
the grating are blocked by edge ﬁlters. For the readout
of the detector, the CCD data is extracted by a USB ca-
ble which connects the spectrometer to a computer. The
output data can be analyzed oﬄine with a custom-made
program, e.g. with ROOT [11].
The spectrometer has to be calibrated in energy and
the spectra have to be corrected for the intensity re-
sponse at diﬀerent wavelengths. For the calibration of
the wavelength, a low-pressure discharge argon-lamp was
used. Figure 1 shows the measured spectrum. The lines
correspond to transitions of excited states of Ar atoms.
The positions of distinct lines in the spectrum are tabu-
lated. Several lines between ∼350 and 650 nm were used.
The calibration showed a shift of the argon spectrum by
1.22 ± 0.04 nm to higher values of the wavelength. This
shift has been corrected for in the data analysis.
The wavelength dependence of the sensitivity was mea-
sured using a calibrated halogen lamp (LOT-Oriel [12]).
The lamp has a known spectral emission when it is pow-
ered with 6.60 A (16.1 V) and the spectrum is measured
at 70 cm distance. The spectrometer was placed at this
distance and the measured spectrum was compared to the
one given by the manufacturer of the halogen lamp. In
Figure 2, the relative spectral response of the spectrome-
ter is shown.
4 Experimental setups
Spectra were recorded by exciting the scintillator with an
UV-light source, a deuterium lamp. The lamp is a low-
pressure gas-discharge light source. The optical output-
window of the lamp is made of magnesium ﬂuoride in
order to prevent UV-light absorption. The light emitted by
the lamp was collimated and focused onto the scintillator
sample by a quartz lens. Figure 3 shows a schematic draw-
ing of the setup. The container for the scintillator sample
was made out of black PTFE (polytetraﬂuoroethylene)
material which is known not to react with liquid scintilla-
tors. The black color was chosen to suppress light reﬂex-
ions. The container is a cylinder with an inner diameter
of 2.5 cm and 1.0 cm length with 2 mm thick quartz win-
dows to ensure homogeneous transmission for wavelengths
down to approximately 160 nm.
The collecting optics was optimized for maximum light
intensity. A quartz lens in front of the lamp was used to
concentrate the UV-light at the surface of the scintilla-
tor. The UV-light is absorbed in the ﬁrst μm to mm of
the liquid. Therefore, the emission takes place also in the
foremost layer of the scintillator sample. For each mea-
surement, a light guide was used to collect the emitted
light and to pass it into the spectrometer’s entrance slit.
Looking at the emitted light from the same side where
the deuterium lamp illuminates the sample ensures that
propagation eﬀects are almost negligible as the emission
takes place in the ﬁrst few molecular planes.
Next, spectra of the scintillator mixtures were recorded
after energy deposition of charged particles. The radia-
tion source used for these measurements was a compact
(∼20 cm long) low-energy electron-beam device which
is described in detail in [13–15]. This device is housed
in a glass-metal chamber which is kept at a vacuum of
5× 10−7 hPa. As indicated in Figure 4, a heated ﬁlament
is used to produce the electrons. Applying a DC voltage of
10–20 kV, the electrons are accelerated towards the exit
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Fig. 3. (Color online) Setup of the spectral measurement of
liquid scintillators when exciting the sample with UV-light of
a deuterium lamp.
Fig. 4. (Color online) Setup for the spectral measurements
of liquid scintillators when exciting the sample with ∼10 keV
electrons.
window. Magnetic steering is used to guide the beam in
the x- and y-directions, perpendicular to the electron tra-
jectories. On the other end of the device, an exit window
is realized as a 300 μm thick silicon wafer with an area
of 0.7 × 0.7 mm2 and a 300 nm thin foil in the center.
The foil is made of Si3N4 with an additional SiO2 layer
to reduce its internal mechanical stress. The energy loss
in the membrane depends on the electron energy: ∼8% at
20 keV, ∼15% at 15 keV and ∼40% at 10 keV [14,16].
Figure 4 shows a schematic drawing of the experimen-
tal setup. The electron source was placed in a vertical
position leading to electrons exiting in upward direction.
To observe the scintillation light, a drop of the liquid sam-
ple was deposited on top of the Si3N4 window. The drop
covered a surface of about 5 mm × 5 mm and was about
1 mm in height. Figure 5 shows a photograph of the blue-
shining scintillator drop on top of the Si3N4 window. The
Fig. 5. (Color online) Photograph of the scintillator drop on
top of the exit window of the electron gun.
end of the light guide was positioned about 1 cm above
the window. The samples were taken from bottles with ni-
trogen atmosphere and the measurements were performed
immediately thereafter (within the next 10 min) to min-
imize oxygen diﬀusion into the sample, i.e. to prevent a
degradation of the scintillator. During the measurements,
a decrease of the emitted light intensity with time was ob-
served. Two probable explanations are favored: either the
intense e−-radiation damaged the liquid by destroying the
constituent σ-bonds or the scintillator drop evaporated
partially with time, causing a loss of scintillating material
in the sample.
5 Results and discussion
Four samples were investigated:
• PXE with 2 g/L PPO;
• PXE with 2 g/L PPO and 20 mg/L bisMSB;
• LAB (P550 Q) with 2 g/L PPO; and
• PXE with 2 g/L PMP.
The solvents used were phenyl-o-xylethane (PXE)
and linear-alkyl-benzene (LAB, from Petresa Company
type P550 Q [17]). The solutes dissolved were 2,5-
diphenyl-oxazole (PPO), 1,4-bis-(o-methylstyryl)-benzene
(bisMSB) and 1-phenyl-3-mesityl-2-pyrazoline (PMP).
The spectra obtained by the methods described in
Section 4 are shown in Figure 6. In each plot, the blue
data points (open circles) represent the emission spectra
obtained by electron-beam excitation after the light has
propagated through the scintillator drop. The excitation
was produced by ∼10 keV electrons. The data points ob-
tained by UV-light excitation are also plotted (green full
circles) for comparison [5]. The spectra are normalized in
intensity such that the highest intensity corresponds to 1.
The spectrometer was calibrated as described in Section 3.
In the UV-region, the data points are more scattered; this
is due to the comparatively low sensitivity of the spec-
trometer in this wavelength region (see Fig. 2).
Except for the PMP solute, the emission spectra show
clear peaks. For example in the case of the PPO solute
(upper left in Fig. 6), the peaks are approximately at 350,
365, 380 and 395 nm. These peaks show the energy spacing
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Fig. 6. (Color online) Spectra obtained with the electron-beam excitation method. The blue data points (open circles) represent
the emission spectra of diﬀerent scintillator mixtures after the light has propagated through the drop. For comparison [5], data
from the UV-light excitation method is also plotted (green full circles). Samples: PXE + 2 g/L PPO, PXE + 2 g/L PPO +
20 mg/L bisMSB, LAB + 2 g/L PPO, and PXE + 2 g/L PMP. The excitation is produced by ∼10 keV electrons.
between the ﬁrst singlet excited state, S1, and the diﬀer-
ent vibrational levels of the ground state of the solute,
S0i. The relative intensities of the vibrational lines in the
spectrum of PPO are compatible with the literature re-
sults [18]. The energy spacing between the ground state
and the ﬁrst excited triplet state is in general smaller, i.e.
at longer wavelengths, than that of the ﬁrst excited sin-
glet state. As no signiﬁcant contribution appears above
∼500 nm, it can be concluded that there is no evidence
for phosphorescence in the measured spectra. PMP dis-
plays a broad and less structured ﬂuorescence spectrum
which has also been reported in the literature [19].
For mixtures containing the solute PPO and the sol-
vents PXE and LAB, the shapes of the spectra above
375 nm obtained by electron excitation are almost iden-
tical to those measured by observing the UV-illuminated
front layer of the scintillator. The main diﬀerence arises
from the absorption at short wavelengths due to the trans-
mission through the scintillator drop. Short wavelengths
are rapidly absorbed within the ﬁrst mm of the drop in
the electron-beam experiment.
The spectra of PXE with PMP diﬀer only in the region
from ∼450 to ∼550 nm for the two excitation methods
studied. The UV-induced intensity is maximally 5% lower
in this regime. This observation could be an indication of
diﬀerent molecular processes for the two studied excitation
Fig. 7. (Color online) Zoom into the spectra of 2 g/L PPO and
20 mg/L bisMSB (violet points), 2 g/L PPO (red triangles)
and 2 g/L bisMSB (blue stars). All individual mixtures are
dissolved in the solvent PXE and excited by UV light. The
three-component scintillator (violet points) can be seen to be
the sum of the spectra of both solutes.
methods. However, the eﬀect is not signiﬁcant enough to
extract relevant conclusions.
The spectrum of the mixture of PXE with 2 g/L PPO
and 20 mg/L bisMSB (upper right in Fig. 6) shows very
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interesting features. To determine the origin of the various
peaks, in Figure 7 the spectra of PXE with 2 g/L PPO
and 20 mg/L bisMSB (violet points), PXE with 2 g/L
PPO (red triangles) and PXE with 2 g/L bisMSB (blue
stars) are displayed together for the wavelength region be-
tween 300 nm and 550 nm. These spectra have been ob-
tained by exciting the scintillators with UV-light. Figure 7
clearly shows that the three-component spectrum (violet
points) results as the sum of the PPO and bisMSB spectra.
Although the concentration of bisMSB is only 20 mg/L,
its contribution to the sum spectrum is highly signiﬁcant.
The features of the spectrum in Figure 6 (upper right)
can be explained by the following processes: when the
UV-light from the deuterium lamp enters the scintillator,
mostly PXE molecules are excited. The energy is rapidly
transferred to PPO, mainly by nonradiative processes.
Part of the energy in the PPO molecule is transferred
further on to bisMSB molecules in the same manner. As
the concentration of bisMSB is low (in the order of sev-
eral mg/L), some of the PPO molecules ﬁnd no bisMSB
partners. As a consequence, the light is partly emitted by
the PPO molecules themselves. The spectrum is there-
fore an overlap of the PPO and the bisMSB spectra.
Although the concentration of bisMSB is low, the contri-
bution of bisMSB to the sum spectrum is∼40%. This illus-
trates the eﬃcient energy transfer from PPO to bisMSB.
Above 400 nm, the two spectra obtained by UV-light or
electron-beam excitation (see Fig. 6) are practically iden-
tical. Around 350 nm, the absorption at short wavelengths
can be observed in the spectrum with electron excitation
as in the previous cases. The most interesting region is be-
tween 350 and 400 nm, where the contribution of PPO to
the spectrum by electron excitation is strongly reduced
compared to the spectrum obtained by UV-excitation.
This can be explained by the fact, that the light has to
propagate through the scintillator drop (about a mm).
Within this propagation distance, bisMSB very eﬃciently
absorbs the light emitted by PPO. Consequently, the part
of the spectrum due to the bisMSB emission is increased
compared to that due to PPO.
Considering the diﬀerences in the spectra of PPO in
the solvents PXE and LAB (the two spectra on the left
side of Fig. 6), a shift of 5−10 nm to longer wavelengths
of all the PPO vibrational peaks for the PXE solvent is
observed. Furthermore, the resolution of the vibrational
levels diﬀers: the peaks in the mixture with LAB are bet-
ter resolved. These eﬀects can be explained by consider-
ing the structure of the solvent molecules. PXE consists of
two benzene rings and several CH3 groups while LAB has
only one benzene ring and a long hydrocarbon-chain. The
solvent molecules surrounding the benzene rings of PPO
produce a mean eﬀective potential which inﬂuences the
space available to the orbitals of the π-bonds of the solute
molecule. The solute feels this eﬀective potential which
might result in a diﬀerent emission spectrum. In addition,
this mean potential can change the intrinsic lifetime of the
solute ﬂuorescence [18]. For example, it has been found
that the lifetime of PPO dissolved in PXE is shorter than
when dissolved in LAB [20]. Similar eﬀects have indeed
been observed and described in the literature [18]. A fur-
ther consequence of this eﬀective potential could be the
wavelength diﬀerence of the peak emission of the solvents
PXE and LAB, namely at 290 and 283 nm, respectively,
reported in [21,22]. In some of the spectra, the emission of
the solvent can be seen around 300 nm. The contribution
is however, very small because the solute very eﬀectively
gets the energy transferred from the solvent to the solute.
6 Conclusions
Spectroscopy on organic liquid scintillators relevant for
the proposed LENA detector has been performed. The
scintillators have been excited using a new method: a
table-top electron beam source. For comparison, spectra
are shown where the excitation occurs by UV-light. Apart
from absorption eﬀects due to the propagation of light
through a thin layer of scintillator, both excitation meth-
ods return comparable results for the measured samples. A
precise knowledge of the emission spectra of liquid scintil-
lators is of great interest for the proposed LENA detector
as the propagation of the light (absorption and scattering
processes) is wavelength dependent.
By studying the mixture of the solvent PXE with 2 g/L
PPO and a low concentration of bisMSB (20 mg/L) it
has been found that the energy transfer between both
wavelength-shifters happens very eﬃciently already within
short distances (<mm). The electron-beam setup can be
used in the future to measure emission spectra of further
organic scintillators.
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